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Abstract
Rollators provide autonomy to persons with mobility impairments.
These platforms can be used while people perform their Activities of
Daily Living in order to provide support and/or balance. Also, they can
be used during the rehabilitation process to strengthen the lower limbs
or to provide balance before users can progress to canes or crutches.
Rollators have a limited set of personalization options and they are
usually related to the users’ body size. Hence, people who need ex-
tra typically have to choose a wheelchair instead. This transition to a
wheelchair limits users’ movements and it increases their disuse syn-
drome because they do not exercise their lower limbs. Hence, it is a
priority to extent the use of rollator platforms as much as possible by
adapting help to people who can not use a conventional rollator on
their own.
Technological enhancements can be added to rollator to expand their
use to a larger population. For example, force sensors on handlebars
provide information about users’ weight bearing. This information can
be used during rehabilitation to control their partial weight-bearing.
Encoders on wheels may also provide useful information about the
walking speed, which is a well know estimator of fall risk. In addition
to monitorization, motors can be attached to the wheels for assistance,
e.g. to reduce effort while ascending slopes.
This thesis focuses on creating a navigation system for a robotized
rollator, which includes weight bearing sensors, encoders and wheel
motors. The navigation system relies on passive collaborative control
to continuously combine user and system commands in a seamless way.
The main contribution of this work is adaptation to the user’s needs
through continuous, transparent monitorization and profile estimation.
In order to achieve this goal, research in different areas has been nec-
essary. First, a methodology to provide human-like platform motion
in reactive navigation algorithms has been proposed to improve user
acceptance of help. Then, work has focused on gait analysis and user’s
condition estimation using only onboard sensors. In addition, a new
methodology to evaluate fall risk using only onboard sensors while users
walk has been proposed to balance the contribution of user and robot
to control.
All proposed subsystems have been validated with a set of volunteers
at two rehabilitation hospitals: Fondazione Santa Lucia (Rome) and
Hospital Regional Universitario (Malaga). Volunteers presented a wide
variety of physical and cognitive disabilities. Tests with healthy volun-
teers have been discarded from the beginning to avoid a sampling bias
error. Obtained results have shown that the proposed system can be
used for: i) reactively generating human-like trajectories that outper-
forms all other tested algorithms in terms of likeness to human paths
and success rate; ii) monitoring gait and user’s condition while users
walk using only on-board sensors; and iii) evaluating fall risk without
wearable sensors nor ambient sensors.
This thesis open a number of open research lines: i) user condition
estimation can be extended to another medical scales; ii) the method
to reactively generate human-like-trajectories can be extended to add
deliberative human-adapted-path-planning; and iii) the fall risk esti-
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Un d´ıa nuevo amanece y el reloj comienza su cuenta. Mar´ıa lleva una semana
con su nuevo andador, ma´s liviano y estable. Hoy por primera vez va a realizar
algunas compras en el mercado. Mientras tanto, en la calle cercana que baja a la
plaza, Ulises sube con su basto´n tras comprar el perio´dico. Hace ya un mes que
termino´ la rehabilitacio´n, y quedan ya lejos los d´ıas en los que ten´ıa que moverse
con la silla de ruedas. En el viaje de vuelta se ha cruzado con Antonio, el cual esta´
en la plaza disfrutando del buen tiempo con su nieto. Siempre que lo ve, Ulises
se estremece, d´ıa a d´ıa va empeorando, hace poco que abandono´ definitivamente el
andador y ahora se desplaza con una silla de ruedas.
Estos escenarios son ejemplos do´nde la plataformas asistenciales ayudan a man-
tener la autonomı´a de las personas. Mantener esta autonomı´a es de vital impor-
tancia en la sociedad en la que vivimos. De esta forma se mantiene la calidad de
vida de las personas y se reducen notablemente los gastos econo´micos generados.
Por desgracia, no todas las personas pueden mantener su autonomı´a usando pla-
taformas asistenciales y requieren de un nivel extra de ayuda. Algunas de estas
personas tienen cuidadores en su hogar, otras, generalmente con un nivel adquisi-
tivo inferior, deben ser confinadas en una institucio´n.
Hoy d´ıa el nu´mero de personas que requieren algu´n tipo de asistencia para
mantener su autonomı´a esta´ creciendo. Esto es debido al incremento de la pobla-
cio´n mundial y a su tendencia a envejecer. El nu´mero de personas con ma´s de 60
3
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Figura 1.1: Porcentaje estimado de personas de 60 an˜os o ma´s para el an˜o 2050.
Fuente [1]
an˜os se va a incrementar en 1191 millones en el an˜o 20501. Estas personas con
ma´s de 60 an˜os van a representar en 2050: el 34.2 % de la poblacio´n en Europa; el
28.3 % de la poblacio´n en Ame´rica del Norte; el 23.3 % en Ocean´ıa; el 24.6 % en
Asia; el 25.5 % en Latinoame´rica y el Caribe; y el 7.9 % en A´frica [1].
Dentro de esta poblacio´n en continuo crecimiento, encontramos un colectivo
que requiere especial atencio´n debido a su dificultad para mantener la autonomı´a,
el colectivo de personas con problemas de movilidad [2]. Este colectivo demanda
diferentes plataformas asistenciales segu´n sus necesidades de soporte [3]. Estas
plataformas se pueden clasificar en tres: plataformas de soporte asistenciales en un
so´lo miembro superior (bastones o muletas), plataformas de soporte asistenciales
en ambos miembros superiores (andadores con 0, 2, 3 o 4 ruedas) y plataformas
de soporte asistenciales en los miembros inferiores (sillas de ruedas, exoesqueletos
o pro´tesis inteligentes).
Dependiendo de las necesidades de soporte, el personal me´dico seleccionara´ una
plataforma dentro de estos tres grupos. Una primera aproximacio´n para la selec-
cio´n de plataformas de soporte asistenciales en base a la condicio´n de una persona
se puede observar en la figura 1.2. Por ejemplo, haciendo uso de este clasificador, se
deber´ıa seleccionar el basto´n comu´n (Standard cane) como plataforma de soporte
asistencial para un anciano con problemas de vista moderados o ataxia sensiti-
va, ya que este no necesitar´ıa ambas extremidades superiores para equilibrarse
1Datos relativos al an˜o 2015.
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Figura 1.2: Recomendaciones para la eleccio´n de la plataforma asistencial que
mejor se adapta a un anciano con trastorno de la marcha. Fuente [4]
y no requerir´ıa apenas soporte [4]. Por otro lado, el andador con cuatro ruedas
(Four-wheeled walker) ser´ıa el recomendable para ancianos con Parkinson leve o
moderado, ya que estos suelen necesitar ampliar su base de soporte para aumentar
la estabilidad, pero no requieren una gran cantidad de soporte para caminar [4].
Aunque estas elecciones puedan ser correctas en general, cada persona requiere de
un estudio concreto para seleccionar la plataforma de soporte asistencial que le
proporciona la ayuda necesaria1.
Desde el punto de vista cl´ınico, siempre se selecciona dentro de las plataformas
de soporte asistenciales que le proporcionan autonomı´a a la persona, la que menos
ayuda le provee. Esto se hace as´ı para evitar el s´ındrome del desuso -deterioro
en la condicio´n de la persona como consecuencia de la inactividad- [5]. Una vez
seleccionado el tipo de plataforma de soporte asistencial, esta permite cierta per-
sonalizacio´n meca´nica, como ajuste de altura, tipo de soporte, tipos de gomas, etc.
1El Centro de Referencia Estatal de Autonomı´a Personal y Ayudas Te´cnicas (CEAPAT) tiene
entre sus cometidos aconsejar a los usuarios con necesidades especiales la plataforma asistencial
que mejor se adapta a ellos.
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Sin embargo, estas plataformas de soporte asistenciales proveen ayuda de forma
gene´rica, es decir, no se ajustan a la condicio´n del paciente -un andador de cero
ruedas proporciona la estabilidad a costa de dificultar el movimiento, por tanto
aunque el usuario no necesite constantemente un aporte a la estabilidad si tie-
ne una dificultad constante en el movimiento-. Esta rigidez en la personalizacio´n
de las plataformas de soporte asistenciales hace que se surjan las plataformas de
soporte asistenciales robotizadas.
Las plataformas asistenciales robotizadas toman usualmente como base alguno
de los tipos de plataformas de soporte asistenciales ya existentes y agregan la tec-
nolog´ıa necesaria para personalizarlas a un colectivo ma´s reducido. Por ejemplo,
la evolucio´n del basto´n de cuatro patas [6] permite guiar a la persona y facilitar
el desplazamiento de la plataforma (figura 1.3(a)). Esto hace que personas con
problemas de visio´n o debilidad muscular en los miembros superiores que antes no
pod´ıan usar bastones de cuatro patas ahora si puedan. Otro ejemplo lo encontra-
mos en la evolucio´n de un andador de 4 ruedas c-Walker (figura 1.3(b)) [7]. Este
permite a personas que requieren soporte o tienen problemas cognitivos obtener la
movilidad adicional que provee un andador de 4 ruedas evitando el uso de plata-
formas ma´s restrictivas como andadores de 0 o 2 ruedas o sillas de ruedas. Un claro
ejemplo de ganancia de autonomı´a esta´ en el prototipo de silla de ruedas CAR-
MEN (figura 1.3(c)) [8]. Esta silla de ruedas permite a personas con problemas
cognitivos severos moverse sin la necesidad de un cuidador que los desplace.
Dentro del abanico de plataformas robotizadas, en esta tesis nos centramos en
los andadores robotizados. Estos tienen una complejidad an˜adida ya que son la
barrera entre la bipedestacio´n y la sedestacio´n en personas con problemas de mo-
vilidad. Las personas con cierta autonomı´a al andar y que requieran poco soporte
abandonara´n los andadores para hacer uso de bastones o muletas. Por otro lado,
las personas que no puedan caminar hara´n uso de sillas de ruedas. Sin embargo,
el perfil de los usuarios de andador esta´ en el punto medio, teniendo estos una
amplia variedad de patolog´ıas y necesidades y generado una gran diversidad de
andadores robotizados que les dan soporte. Estos andadores los podemos clasificar
en tres grupos, dependiendo del tipo de ayuda que reciba la persona y de la forma
de proporcionarla.
El primer grupo incluye los andadores ma´s antiguos; estos dirigen al usuario
6
(a) Quad cane (b) c-Walker (c) CARMEN
Figura 1.3: Diferentes tipos de plataformas de soporte asistencial: plataforma de
soporte asistencial en un so´lo miembro superior (a); plataforma de soporte asisten-
cial en ambos miembros (b); y plataformas de soporte asistenciales en los miembros
inferiores (c)
(a) WAR, 20 Kg (b) XR4000, 160Kg
Figura 1.4: Andadores grupo 1
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activamente por la trayectoria calculada evitando obsta´culos1 (ver tabla 1.1). El
destino de la trayectoria lo proporciona el propio usuario haciendo uso de las in-
terfaces en la plataforma. Estas pueden ser: mediante voz (PAMM Aid, Pearl),
mediante un joystick o botones (PAMM Aid, ASAS Walker), mediante una pan-
talla en el propio robot (Pearl) o mediante sensores de fuerza (XR4000 walker,
PAMM, WAR, Care-O-Bot). Una vez el usuario ha facilitado el destino, el robot
navega de forma auto´noma desplazando al usuario. Esto es posible debido al peso
que tienen, el cual que oscila desde los 20 kg en WAR (figura 1.4(a)) a 160 kg en
XR4000 walker (figura 1.4(b)). No´tese que este peso dificultar´ıa su manipulacio´n
por parte del usuario si no se tratase de un dispositivo activo.
Este movimiento activo de la plataforma conlleva ciertos peligros para el usua-
rio. El peligro principal es la discrepancia entre el movimiento deseado de la
persona y el movimiento que realiza el robot, ya que esto puede conllevar riesgo de
ca´ıdas. Otro peligro es que la plataforma se quede sin bater´ıa. Esta falta de energ´ıa
no so´lo hace que el usuario pierda todo el apoyo aportado por la tecnolog´ıa, si no
que deja a este con una plataforma inu´til a consecuencia de la imposibilidad de
manejo manual debido al peso. Por tanto, este grupo de andadores limita su uso
a personas que tengan una estabilidad aceptable pero que requieren de gu´ıa para
llegar a un objetivo que puedan ellos facilitar.
Parte de estos problemas los resuelve el segundo grupo de andadores, este grupo
engloba los andadores en los que se ha reducido notablemente el peso y el usua-
rio es ayudado de forma pasiva (ver tabla 1.2). La reduccio´n de peso se debe al
cambio de disen˜o; estos andadores toman generalmente como base una plataforma
asistencial a la que se la an˜aden los sensores y actuadores necesarios (figura 1.5).
La ayuda pasiva que proporcionan estos andadores se basa en: 1) actuar sobre
el giro de la plataforma, ya sea frenando la plataforma (RT-Walker, ANG-II ) o
girando las ruedas delanteras (COOL Aide, Guido, c-Walker); y/o 2) proporcio-
nar informacio´n al usuario, ya sea mediante retroalimentacio´n acu´stica (Guido,
iWalker 2, c-Walker) o visual sobre el entorno o do´nde ir (iWalker, c-Walker).
1En el caso del andador ASAS Walker no se calculan trayectorias, el usuario controla a do´nde
quiere ir pulsando el boto´n izquierda o derecha de cada manillar.
2iWalker versus i-Walker: iWalker es un andador desarrollado en USA para dar soporte
a personas con problemas f´ısicos/cognitivos. i-Walker es un andador desarrollado en Espan˜a
enfocado en la rehabilitacio´n y la monitorizacio´n de personas con problemas f´ısicos/cognitivos.
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Cuadro 1.1: Grupo andadores robotizados auto´nomos: caracter´ısticas, sensores y
movimiento aportado al usuario.
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(a) c-Walker (b) Cool Aide
Figura 1.5: Andadores grupo 2
Este tipo de ayuda pasiva evita el problema derivado de la falta de energ´ıa, ya
que en estos casos el usuario puede seguir haciendo uso de la plataforma sin la
ayuda que le proporciona la tecnolog´ıa. Adema´s, esta ayuda pasiva de base limita
la discrepancia entre el usuario y robot, ya que la plataforma esta´ supeditada a la
propulsio´n del usuario. Asimismo, para reducir au´n ma´s la discrepancia, algunos
de estos andadores (Guido, ANG-II ) estiman la intencio´n que tiene el usuario ha-
ciendo uso de los sensores de fuerza en las manillas para proveer una ayuda ma´s
cercana a su intencio´n de movimiento. Este grupo de andadores permite su uso
en usuarios con problemas de estabilidad ya que: proporcionan un control menos
agresivo al usuario mediante una ayuda pasiva y minimizan el riesgo de ca´ıdas al
reducir la discrepancia. Sin embargo, la personalizacio´n en este grupo de andado-
res esta´ limitada, ya que so´lo se utiliza la informacio´n puntual de los sensores para
proporcionar la ayuda. Por tanto, dada la misma situacio´n, estos andadores van
a producir la misma salida, independientemente de la patolog´ıa o condicio´n de la
persona.
El tercer grupo de andadores engloba a andadores dedicados a la monitorizacio´n
y rehabilitacio´n (figura 1.6). Algunos de estos andadores (i-Walker v2, ANG-Light)
esta´n enfocados en la monitorizacio´n y miden para´metros espacio temporales del
paso, como la cadencia, la longitud o el tiempo del paso. Algunos como i-Walker
10
Cuadro 1.2: Grupo andadores robotizados pasivos: caracter´ısticas, sensores y mo-
vimiento aportado al usuario.
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(a) RT-Walker v2 (b) i-Walker v2
Figura 1.6: Andadores grupo 3
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v2. adema´s hacen uso de esta monitorizacio´n para estimar la condicio´n del usuario.
Cabe destacar como en estos andadores que so´lo monitorizan no existe discrepan-
cia, ya que el usuario mueve la plataforma libremente mientras esta´ registra datos
del usuario. Otro andador dentro de este grupo es UFES’s Smart Walker ; este
andador esta´ dedicado a rehabilitacio´n y mantiene la distancia al usuario de forma
reactiva a la vez que facilita la evitacio´n de obsta´culos. De esta forma garanti-
za una base de soporte sin muchas variaciones a costa de incrementar una posible
discrepancia con la intencio´n del usuario. Al disponer de informacio´n sobre el usua-
rio, algunos de estos andadores van un paso ma´s y personalizan la plataforma al
usuario que lo esta´ usando. Por ejemplo, antes de cada prueba, el personal me´dico
configura i-Walker v1 con la cantidad de ayuda o esfuerzo a aplicar en los giros,
diferenciando giro izquierda y giro derecha. Tras esto, el usuario recibe la ayuda
personalizada mientras realiza las actividades propuestas por el personal me´dico.
La discrepancia en este caso esta´ controlada por el conocimiento que tiene el per-
sonal me´dico de su paciente y de su intere´s en facilitar o dificultar el movimiento.
Otro ejemplo lo encontramos en RT-Walker v2, en este caso el usuario completa
unos caminos predefinidos para analizar su forma de andar y determinar el cen-
tro de rotacio´n preferido. Tras eso, el andador modifica el control del movimiento
para adaptarlo al centro de rotacio´n de la persona. De esta forma, RT-Walker v2
intenta adaptarse a la forma de andar de la persona, minimizando la discrepancia
entre esta y la plataforma asistencial. Otro ejemplo es el caso de i-Walker v2, el
cual implementa un algoritmo de navegacio´n que imita las trayectorias que han
generado otros usuarios de andador. Mediante este perfilado de las situaciones de
navegacio´n, i-Walker v2 persigue minimizar la discrepancia mediante la generacio´n
de nuevas trayectorias que proporcionan movimientos ma´s cercanos al humano y
evitan los comandos bruscos generados por los algoritmos de navegacio´n cla´sicos
usados en robo´tica.
Los tres grupos de andadores presentados anteriormente apuestan por diferen-
tes formas de proveer ayuda -activa o pasiva- y diferentes formas de ajustarla a la
persona- reactiva o deliberada-. En todos casos tenemos una colaboracio´n entre el
usuario del andador y la entidad software. Cabe destacar como un aporte excesivo
de ayuda de la entidad software, como el que se recibe en el grupo 1 tomando el
control total de la plataforma, puede llevar al s´ındrome del desuso -si el usuario
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Cuadro 1.3: Grupo andadores robotizados para monitorizacio´n y rehabilitacio´n:
caracter´ısticas, sensores y movimiento aportado al usuario.
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acepta la ayuda- o a una frustracio´n o posibilidad de ca´ıda -si el usuario rechaza la
ayuda-. Por otro lado, un de´ficit de ayuda de la entidad software, como el dado por
las soluciones que so´lo monitorizan en el grupo 3, puede provocar que el usuario
no pueda llevar a cabo las actividades de la vida diaria y tenga que optar por una
plataforma que le proporcione ma´s ayuda, como por ejemplo una silla de ruedas.
En otros enfoques del grupo 2, la colaboracio´n es compartida mediante una ayuda
pasiva. En ellos se mezcla la propulsio´n dada por el usuario con la gestio´n de la
direccio´n dada por la plataforma (RT-Walker v1 o COOL Aide).
La eleccio´n del tipo de colaboracio´n afectara´ a la ayuda que recibe el usuario.
Por este motivo, los andadores robotizados deber´ıan perseguir una colaboracio´n
que: 1) aporte el mı´nimo de ayuda necesaria para evitar el s´ındrome del desuso
y la frustracio´n que se produce al privar de control a la persona; y 2) aporte la
cantidad de ayuda suficiente para que el usuario pueda realizar las actividades de
la vida diaria. Una dificultad an˜adida en la colaboracio´n viene dada por el hecho
de que las discapacidades no afectan a todos las personas por igual, ni a todas
las capacidades por igual, por tanto la ayuda que se debe proporcionar ha de ser
personalizada y adaptada en el momento.
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(a) Reactivo (b) Hı´brido
Figura 1.7: Sistema desarrollado en CARMEN de dos capas. La primera capa es
la capa encargada de gestionar la colaboracio´n (a). La segunda es la capa superior
que realiza una ponderacio´n a la primera segu´n el factor de ayuda estimado de la
condicio´n del usuario (b).
Una primera versio´n del paradigma de control colaborativo planteado se probo´
inicialmente en la silla de ruedas CARMEN, desarrollada en nuestro grupo, si
bien, tal como se ha comentado, en una silla de ruedas la adaptacio´n no resulta
tan cr´ıtica como en un andador. En esta silla se ha implementado un mo´dulo de
control compartido denominado control colaborativo [27, 8, 28, 29]. Este paradigma
desarrollado en CARMEN, denominado control colaborativo, combina de forma
continuada los aportes de usuario y entidad software a nivel reactivo, si bien ambos
comandos se pueden obtener de forma reactiva o deliberada (figura 1.7(a)). El
sistema esta´ constantemente ponderando el aporte que realiza la entidad software
(comando de navegacio´n) y el usuario (intencio´n de usuario) para obtener un
comando resultante que es el 100 % del aporte a la plataforma. Esta ponderacio´n
se realiza calculando unos para´metros de eficiencia que escalan el aporte de cada
entidad, los cuales se basan en las propiedades de una funcio´n de navegacio´n.
Esta primera capa del sistema es totalmente reactiva, y siempre tiene en cuenta
el aporte del usuario al movimiento de la plataforma. Sobre esta capa reactiva,
CARMEN define un perfilado del usuario que permite aumentar o disminuir la
ayuda en funcio´n de la condicio´n del mismo (ver figura 1.7(b)).
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Como se puede observar, el sistema desarrollado en la silla de ruedas CARMEN
tiene tres pilares:
• Entidad software. Esta entidad tiene un sistema de navegacio´n completo
que proporciona el comando de aporte comando de navegacio´n que se
usa para generar el comando resultante comando emergente. Es decir,
este comando es la ayuda que se le proporciona al usuario. Por tanto, el
sistema de navegacio´n que se usa determina el tipo de ayuda que el usuario
recibe.
• Usuario. Esta entidad representa la intencio´n del usuario -obtenido di-
rectamente de un joystick- y como este determina cuanto se va a modificar
la ayuda que se estima en la capa reactiva segu´n su estado. Dada la mis-
ma situacio´n, dependiendo del estado del usuario, se requerira´ ma´s o menos
ayuda.
• Para´metros de eficiencia. Estos determinan cuanto aporta cada entidad
para obtener el comando emergente. Por tanto, estos para´metros son los
encargados de definir como se realiza la colaboracio´n entre usuario y entidad
software.
Estos tres pilares deben ser adaptados a cada tipo de plataforma asistencial
en la que se quiera desarrollar el sistema de control colaborativo. En esta tesis,
abordaremos cada uno de estos pilares para poder hacer uso del con-
trol colaborativo en un andador robotizado. Se han impuesto las siguientes
restricciones a esta adaptacio´n: 1) no hacer uso de sensores ambientales -para no
limitar los lugares en los que el andador puede trabajar-; y 2) evitar el uso de
sensores vestibles -para facilitar el cambio entre pacientes y reducir el tiempo de
puesta en marcha durante las pruebas-.
Este cambio de silla de ruedas a andador robotizado plantea nuevos retos. El
primer reto es co´mo determinar la intencio´n del usuario al no tener un joystick que
indique que´ es lo que quiere realizar el usuario. Para cumplir con las restricciones
iniciales impuestas, este reto requiere poder realizar la estimacio´n de la intencio´n
del usuario haciendo uso so´lo de los sensores a bordo del andador. Por otro lado,
las discrepancias entre lo que desea el usuario y lo que hace la plataforma deben
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ser minimizadas, ya que giros bruscos o cambios en la distancia relativa de la per-
sona al andador pueden tener un alto riesgo de ca´ıdas. La minimizacio´n de esta
discrepancia requiere cambios en dos pilares. Por un lado, el pilar de la entidad
software en un andador requiere una especializacio´n en el tipo de comandos que
genera. En el caso de una silla de ruedas, esta se comporta como un robot auto´no-
mo -con autorotaciones- lo que facilita el uso de algoritmos de navegacio´n cla´sicos
como Potential Field Approach (PFA) [30], Vector Field Histogram (VFH) [31] o
Dynamic Windows Approach (DWA) [32]. Sin embargo, en el caso de un andador
tenemos limitaciones en los giros y se requieren comandos ma´s cercanos al usua-
rio para minimizar la discrepancia. Esto implica un cambio de forma de navegar
y anula la posibilidad de usar los algoritmos de navegacio´n cla´sicos comentados
anteriormente. Por otro lado esta´ el pilar de los factores de eficiencia. Estos deben
ser revisados para evitar las discrepancias que generan situaciones de inestabili-
dad, evitando as´ı los riesgos de ca´ıdas por cambios bruscos en la plataforma y
facilitando la aceptacio´n de la ayuda.
1.1 Contribuciones
Como se ha comentado en la seccio´n anterior, las contribuciones de la presente
tesis se han enfocado en adaptar cada uno de los tres pilares del sistema de con-
trol colaborativo mencionados a las necesidades espec´ıficas de un andador, cuyas
diferencias con una silla de ruedas son significativas: i) el equilibrio juega un pa-
pel fundamental; ii) su manejo requiere esfuerzo f´ısico; y iii) la plataforma y el
usuario se desplazan en todo momento como una u´nica entidad. Para esta adap-
tacio´n se han desarrollado nuevos algoritmos basados en te´cnicas de miner´ıa de
datos e Inteligencia Artificial de cara a personalizar mucho ma´s el sistema a ca-
racter´ısticas y necesidades espec´ıficas de los usuarios de andador. Concretamente,
las contribuciones a cada pilar han sido:
• (C1) Entidad software. Una de las desventajas ma´s problema´ticas a la
hora de ofrecer ayuda a un usuario de forma continuada es que este suele
rechazar los comandos que resultan ajenos, lo que puede conducir a cierto
forcejeo en el dispositivos y a un incremento del estre´s y rechazo [29]. Para
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evitar que el usuario detecte comandos como ajenos se ha desarrollado un
nuevo algoritmo de navegacio´n. Este algoritmo de navegacio´n, denominado
Biomimetical Dynamic Window Approach (BDWA) [33] proporciona coman-
dos que imitan el comportamiento de un usuario de andador. De esta forma
se ha pretendido generar una ayuda ma´s similar al movimiento de la persona
en contraposicio´n a los algoritmos de navegacio´n cla´sicos como PFA [30],
VHF [31] o DWA [32], los cuales siempre favorecen el camino ma´s corto. Es-
te algoritmo se ha desarrollado basa´ndose en te´cnicas de agrupamiento para
obtener una heur´ıstica que imite el comportamiento de una persona que usa
andador a partir de trazas obtenidas de voluntarios con distintos tipos de
discapacidad que utilizaban de forma frecuente un andador. Se descartaron
pacientes que no hab´ıan usado nunca un andador ya que estos mostraron
tendencia a cargar el peso de forma distinta [34]. El sistema ha sido validado
con 41 voluntarios del Hospital Regional de Ma´laga (HRU) y la Fondazione
Santa Lucia (FSL).
• (C3) Usuario
– Intencio´n de usuario. En un andador robotizado no disponemos de
un joystick que indique cual es la intencio´n del usuario. Esto dificulta
detectar que desea hacer el usuario y obliga a realizar una estimacio´n
de su intencio´n haciendo uso de los sensores de abordo del andador.
Haciendo uso de los sensores de fuerza, se puede medir la diferencia en-
tre las fuerzas longitudinales en cada manilla para calcular una primera
aproximacio´n a la intencio´n del usuario. Si el usuario aplica ma´s fuerza
en la manilla de la izquierda, este desea girar a la derecha y viceversa.
Esto se cumple siempre y cuando el andador no este´ frenando con di-
ferente fuerza en las ruedas. Por este motivo, hemos desarrollado una
funcio´n que estima la intencio´n del usuario haciendo uso de los senso-
res de fuerza, los encoders y el factor de frenado en cada rueda. Esta
funcio´n anula el efecto de la frenada en cada sensor de fuerza longitu-
dinal y traduce esta diferencia de fuerza en las manillas a velocidades
que son sumadas a la velocidad actual de la plataforma -obtenida de
los encoders-. Esta estimacio´n tiene sus limitaciones, ya que el usuario
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puede no tener la suficiente fuerza para contrarrestar la frenada de la
plataforma, por este motivo, es necesario limitar las frenadas a los va-
lores de fuerza ma´ximos que puede cada usuario realizar, de esta forma
aseguramos una plataforma sumisa.
– Factor de ayuda. A nivel reactivo, la composicio´n de vectores se limi-
ta a considerar factores puntuales. Sin embargo, a niveles superiores es
necesario disponer de un modelo del usuario para determinar en con-
junto en que´ situaciones puede requerir ma´s asistencia y mejorar la
coherencia y consistencia de la ayuda ofrecida. Para obtener un modelo
de cada usuario en tiempo de ejecucio´n ha sido necesario desarrollar
un algoritmo para obtener para´metros espacio temporales del paso que
puedan ser usados para analizar la forma de caminar de dicho usuario
[25]. Estos para´metros espacio temporales del paso obtenidos han si-
do validados con un sistema externo ma´s preciso para acotar su error
[34]. Haciendo uso de esta informacio´n, se ha generado un algoritmo
que estima la condicio´n del usuario haciendo uso de estos para´metros
[26] [35]. En particular, se han obtenido por regresio´n a partir de estos
para´metros una escala cl´ınica, la de Tinetti [36], que permite evaluar el
paso y equilibrio de cada usuario de forma global y, por tanto, permite
determinar su capacidad para afrontar sus actividades de la vida diaria
(ADL). El factor envolvente de ayuda (figura 1.7(b)) se obtiene, por
tanto, como la inversa de la condicio´n del usuario.
• (C2) Para´metros de eficiencia. A la hora de determinar quie´n tiene ma´s
control sobre la plataforma, se examina la eficiencia local de las entidades
implicadas para que domine la ma´s apta en cada situacio´n. Los para´metros
de eficiencia que fueron definidos en CARMEN son [37]:
– La seguridad, que premia los movimientos que alejan la plataforma de
los obsta´culos.
– La directividad, que premia los movimientos que acercan la platafor-
ma al objetivo fijado.
– La suavidad, que premia los movimientos que son similares a los an-
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teriores, con el fin de mantener una ruta y evitar cambios bruscos.
Estos para´metros corresponden a las propiedades de una funcio´n de nave-
gacio´n y, por tanto puede ser usados tambie´n en un andador robotizado
determinar como de buenos son los comandos de movimiento implicados.
Sin embargo, hay un para´metro ba´sico en el andador que debe ser an˜adido:
el equilibrio. A diferencia de una silla de ruedas, un movimiento incorrecto
en el andador puede incrementar el riesgo de ca´ıda. Por este motivo, se ha
desarrollado un algoritmo que detecta, haciendo uso de la posicio´n de los
pies y la fuerza descargada en las manillas, el riesgo de ca´ıdas (ver seccio´n
4.6). Este algoritmo se basa en establecer un modelo de usuario con poca
posibilidad de ca´ıdas y haciendo uso de elipsoides compara al usuario actual
con dicho modelo para estimar en cuanto cada movimiento podr´ıa incremen-
tar el riesgo de ca´ıda. Dicha magnitud se incluye como un cuarto factor de
eficiencia para favorecer los movimientos estables.
Cabe resaltar que se han respetado los siguientes criterios a lo largo de todo
el trabajo: i) usar un andador pasivo y lo ma´s parecido a uno convencional para
reducir el abandono [38]; ii) trabajar sin sistemas externos de captura de movi-
miento para extender las pruebas a cualquier ubicacio´n; y iii) ubicar todos los
sensores en el andador para que el usuario so´lo necesite la plataforma asistencial
para desplazarse, minimizando as´ı el riesgo de olvido y facilitando la puesta en
marcha del sistema.
1.2 Publicaciones
Esta tesis ha dado lugar a las siguientes publicaciones:
Revistas
• Ballesteros, Joaquin, Cristina Urdiales, Antonio B. Martinez, and Gonza-
lo Ramos-Jime´nez. A Biomimetical Dynamic Window Approach to




• Ballesteros, Joaquin, Cristina Urdiales, Antonio B. Martinez, and Martina
Tirado. Automatic assessment of a rollator-user’s condition during
rehabilitation using the i-Walker platform. IEEE Transactions on Neu-
ral Systems and Rehabilitation Engineering (2017)(C3)
• Ballesteros, Joaquin, Cristina Urdiales, Antonio B. Martinez, and Jaap H.
van Diee¨n. On Gait Analysis Estimation Errors Using Force Sensors
on a Smart Rollator. Sensors 16, no. 11 (2016): 1896. (C3)
• Ballesteros, Joaquin, Cristina Urdiales, Jose Manuel Peula and Antonio B.
Martinez. Automatic fall risk assessment for challenged users ob-
tained from a rollator equipped with force sensors and a RGB-D
camera. IEEE Transactions on Neural Systems and Rehabilitation Enginee-
ring (Submitted). (C2)
Conferencias
• Ballesteros, Joaquin, Cristina Urdiales, Antonio B. Martinez, and Marina
Tirado. Gait analysis for challenged users based on a rollator equip-
ped with force sensors. In Intelligent Robots and Systems (IROS), 2015
IEEE/RSJ International Conference on, pp. 5587-5592. IEEE, 2015. (C3)
• Ballesteros, Joaquin, Cristina Urdiales, Antonio B. Martinez, and Marina
Tirado. Online estimation of rollator user condition using spatio-
temporal gait parameters. In Intelligent Robots and Systems (IROS),
2016 IEEE/RSJ International Conference on, pp. 3180-3185. IEEE, 2016.
(C3)
1.3 Estructura de la tesis
Esta tesis esta´ estructurada en tres partes:
• Parte 1: Incluye un resumen de la tesis en espan˜ol con los siguientes cap´ıtu-
los:
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– Cap´ıtulo 1: Introduccio´n proporciona un estado del arte en robo´tica
asistencial, y en concreto, en andadores inteligentes. Dentro de este
cap´ıtulo tambie´n se presentan los trabajos que avalan la presente tesis,
se justifica la unidad tema´tica de los mismos para conformarla y se
describe la estructura de este trabajo.
– Cap´ıtulo 2: Marco de la tesis describe el trabajo realizado por su
autor durante el desarrollo de la presente tesis.
• Parte 2: proporciona un resumen ampliado de la tesis en ingle´s. Esta se
desglosa en los siguientes cap´ıtulos:
– Cap´ıtulo 3: Control colaborativo: adaptando los tres pilares a
i-Walker proporciona un resumen global de cada a´rea que abarca la
tesis y de los resultados obtenidos en la adaptacio´n de los pilares del
control colaborativo para su uso en el andador robotizado i-Walker.
– Cap´ıtulo 4: Resumen de los art´ıculos incluidos para avalar la
tesis enumera los art´ıculos que avalan la tesis, describiendo brevemente
su contenido y co´mo se ajustan a los pilares del control colaborativo
propuesto.
– Cap´ıtulo 5: Conclusiones y trabajo futuro discute las conclusiones
extra´ıdas del trabajo realizado, as´ı como las l´ıneas futuras l´ıneas de
investigacio´n que se se derivan de esta Tesis y el sistema descrito.






Marco de la tesis
Esta tesis es el resultado de 4 an˜os de trabajo del autor como miembro del grupo
Ingenier´ıa de Sistemas IntegradoS (ISIS), el cual se encuentra dentro del Depar-
tamento de Tecnolog´ıa Electro´nica de la Universidad de Ma´laga. La investigacio´n
realizada ha sido financiada por el programa de ayuda de Formacio´n de Personal
Investigador (FPI), promovido por el Ministerio de Educacio´n (ref. BES-2012-
053466).
Durante este periodo, el autor completo´ con sobresaliente el Ma´ster en Inge-
nier´ıa del software e Inteligencia artificial de la E.T.S.I. Informa´tica de la Univer-
sidad de Ma´laga y finalizo´ con e´xito el programa doctoral Ingenier´ıa de Teleco-
municacio´n de la E.T.S.I. de Telecomunicacio´n de la Universidad de Ma´laga. Esta
formacio´n acade´mica fue completada con distintos cursos de cara´cter transver-
sal como XII Curso de formacio´n docente para el profesorado universitario novel,
Aplicacio´n de te´cnicas de miner´ıa y ana´lisis de datos en educacio´n o Estudiantes
con discapacidad en la Universidad, caracter´ısticas y necesidades.
El autor tambie´n ha completado 3 estancias durante la realizacio´n de la tesis
doctoral. Dos de ellas han sido de corta duracio´n: la primera para la realizacio´n de
pruebas con pacientes neurolo´gicos en el Istituto di Ricovero e Cura a Carattere
Scientifico specializzato nella riabilitazione neuromotoria di Roma (2015, 1 sema-
na, Roma, Italia); la segunda estancia se centro´ en la presentacio´n de resultados
y bu´squeda de posibles colaboraciones en el Ma¨lardalen University College (2016,
1 semana, Va¨ster˚as, Suecia). La estancia de larga duracio´n se ha llevado a cabo
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el instituto de investigacio´n MOVE de la Universidad de Amsterdam bajo la tu-
tela del Prof. Dr. Jaap Van Diee¨n (2016, 3 meses). En esta estancia se estudio´
el error cometido en los algoritmos desarrollados para el ana´lisis del paso usando
los equipos disponibles en sus instalaciones. Tambie´n se realizo´ una estimacio´n
del equilibrio usando sensores ambientales para relacionar estos con los sensores
incorporados en el andador.
Adema´s, cabe destacar que el autor ha participado activamente en el proceso
de revisio´n de art´ıculos de revistas y congresos. En concreto ha revisado art´ıculos
en las revistas IEEE Transactions on Human-Machine Systems y The computer
Journal. Tambie´n reviso´ art´ıculos en el congreso International Conference on In-
telligent Robots and Systems 2015 del que fue co-chair en la sesio´n Rehabilitation
Robotics 2. Tambie´n ha colaborado como parte del comite´ o como voluntario en
algunas conferencias como XVII Workshop of Physical Agents (2016), 15th in-
ternational conference on modularity (2016) o 16th The International Society for
Music Information Retrieval Conference. Adema´s, el autor ha realizado tareas de
divulgacio´n cient´ıfica presentando las actividades del Departamento de Tecnolog´ıa
Electro´nica en las Jornadas de Puestas Abiertas 2015, como ponente en Malaka-
bot 2015 con la charla Robo´tica al servicio de la accesibilidad y con un taller de
robo´tica en la Noche de los Investigadores 2015.
La beca FPI del que el autor ha sido beneficiario le ha permitido colaborar
como profesor asistente en el Departamento de Tecnolog´ıa Electro´nica. Ha impar-
tido docencia en las asignaturas de Planificacio´n, gestio´n y desarrollo de proyectos,
Ciudades inteligentes e Ingenier´ıa de equipos electro´nicos. Tambie´n le ha permi-
tido colaborar en la codireccio´n del proyecto fin de carrera del alumno Edeniel
Soto Sa´nchez titulado Evaluacio´n de me´tricas para la comparacio´n de trayecto-
rias generadas con la plataforma i-Walker (2015), la direccio´n del proyecto fin
de carrera del alumno Carlos Canet Espinosa titulado Disen˜o y desarrollo de un
robot ae´reo basado en microcontrolador (2015), la codireccio´n del trabajo fin de
grado del alumno Antonio Rando Ferna´ndez titulado Grabacio´n de datos para la
creacio´n de mapas 3d con un cuadrico´ptero (2016) y las pra´cticas de investigacio´n
del estudiante de ma´ster extranjero Romain SAM-LONG (2016). Actualmente se
encuentra dirigiendo el proyecto fin de carrera del alumno Rafael Trujillo Trivin˜o
titulado Estimacio´n del equilibrio usando una ca´mara RGB-D en la plataforma
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i-Walker y codirigiendo el trabajo fin de grado del alumno Javier Vargas Vico
titulado Elaboracio´n de modelos 3D a partir de capturas realizadas con un dron,
el trabajo fin de grado del alumno Antonio Montero Can˜ete titulado Disen˜o de
un quadcopter para el transporte de equipo me´dico y el trabajo fin de ma´ster del
alumno Francisco Jesu´s Sa´nchez Mart´ın titulado Balizas de localizacio´n en inte-
riores para la navegacio´n auto´noma.
La formacio´n recibida por el autor, que incluye: Ingenier´ıa en Informa´tica, un
ma´ster en Ingenier´ıa del software e Inteligencia artificial, trabajo con drones y
modelos de Markov en el Grupo de Robo´tica, Visio´n y Control de la Universidad
de Sevilla y docencia en el a´rea de buses de automocio´n; le han proporcionando
una visio´n integral para la robo´tica asistencial. Esto le ha permitido desempen˜ar
las tareas que han sido requeridas, como el desarrollo hardware para incluir nuevos
sensores en el andador o desarrollo de algoritmos navegacio´n hasta realizar pruebas
en los hospitales con pacientes con problemas f´ısicos y/o cognitivos.
Adema´s de la investigacio´n presentada para avalar esta tesis, el autor tambie´n
ha publicado en otras a´reas como fruto de la colaboracio´n activa con otros miem-
bros de la comunidad cient´ıfica:
Revistas
• Ballesteros-Go´mez, Ana, Joaqu´ın Ballesteros, Xavier Ortiz, Willem Jonker,
Rick Helmus, Karl J. Jobst, John R. Parsons, and Eric J. Reiner. Identifi-
cation of Novel Brominated Compounds in Flame Retarded Plas-
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the three pillars to i-Walker
Robotic assistive platforms are operated by two entities that collaborate to-
gether: the software entity and the user entity. Interaction between software and
user in rollators has a different complexity degree depending on the implemented
solutions. The simplest approach is to cancel the software entity. In this case,
users simply move the smart rollator (SMRL) freely for gait monitoring purposes
[39, 25, 40]. A more complex approach is to develop a navigation algorithm to
control of the platform. The users are pulled by these platforms and their interac-
tions are modeled based on some parameters. These parameters can be obtained
from: buttons on the platform [14]; sensors which measure the distance between
the user and the SMRL [41]; or forces sensors in the handlebar [42, 21, 43]. More
complex approaches rely on shared control techniques to adapt assistance to the
user’s need .
Shared control techniques also use a software navigation algorithm that con-
tributes to steering and propulsion along with the user. Depending on how much
this navigation algorithm contributes to the emergent command, we find different
forms of shared control. In some approaches, the navigation algorithm only takes
over when a dangerous situation is detected. It can override user steering if it
detects a near obstacle [44, 45] or brake the wheel if it detects a fall risk [46].
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Figure 3.1: Robotized wheelchair CARMEN during real tests [47]; hardware com-
ponent and interfaces.
In extreme, there are approaches in which the navigation algorithm is pulling the
users -propulsion and steering- and they only provide the destination [9, 10, 12, 11].
These shared control techniques presented before are non adaptive. They use
switch control and they do not take into account the user disagreement; the users
are forced to adapt to the platform when it has the control. This provokes higher
fall risk and also, new issues appear resulting from an excess or lack of help. An
excess of help provokes the disuse’s syndrome1 -if the user accepts the help- or
frustration and fall risk -if the user rejects the help-. A lack of help leads to higher
user dependency. In order to avoid these issues in a rollator, the adaptive solutions
can be used.
The adaptive solutions monitor the user continually in order to complement
her movements using a navigation algorithm. An example is the Collaborative
control paradigm (CC) implemented in the wheelchair CARMEN (figure 3.1) [8,
27, 28, 29]. CC is a type of Shared Control that analyzes user’s and navigation’s
commands to decide how much they should contribute to the emergent motion
command depending on their skills to cope with the situation at hand. The CC
has three pillars which defines the amount and type of help:
• The navigation algorithm. This entity defines how the user will be helped.
1Impairment of the person as a result of inactivity [5]
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If the navigation algorithm prioritizes the shortest path, CC will direct the
user to go for the shortest path.
• The user. This entity measures the user’s intention and it adjusts the
amount of help. It is in charge of personalizing predicted help received by
the users depending on their condition and targets.
• The efficiency. It defines how collaboration will be adjusted between the
user and the navigation algorithm. The efficiency prioritizes useful com-
mands which maintain the balance, so CC will generate emergent commands
which tend to avoid the obstacles and which go to the goal while maintain
the user’s balance.
To develop collaborative control for i-Walker presents several challenges. The
first challenge is the user’s pillar -user intention and amount of help-. User’s
intention should not be directly obtained from a joystick because the user’s must
use his/her hands only to weight bearing or manoeuvre purposes in order to avoid
falls. So, the proposed solution should be obtained automatically from the onboard
sensors on rollator while the user’s walk. On the other hand, personalised help
need to be redefined too. A rollator’s user may present a variety of disabilities
that require different assistive profiles, because if the rollator fails to provide the
required help the user can fall.
Another change is the navigation’s pillar, because when users detect that
emerging commands differ to much from what they were trying to do, they of-
ten struggle with the device. The adaptation should be done in the navigation
algorithm not by the users. Thus, biomimetic algorithms could be used to gen-
erate human-like emergent commands more difficult to detect by the user while
walks, because.
The last challenge can be found in the efficiency’ pillar. The emergent command
depends directly on how the efficiencies weight the user intention and the navi-
gation command. So, they should weight commands which prioritise safe paths
beyond commands which prioritise the short paths. The next sections describe
how these issues are addressed in our i-Walker- based system.
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3.1 Navigation algorithm: BDWA
Collaborative control (CC) algorithms tend to combine human input with naviga-
tion algorithms. So, the kind of help provided to the human in CC directly depends
on the navigation algorithm. The traditional reactive algorithms used in CC (PFA
[30], DWA [32], and VFH [31]) are in general more efficient than users because hu-
mans do not necessarily optimize the trajectories like navigation algorithms do
[48], i.e the human do not rotate or turns sharply during a trajectory. In these
cases, navigation commands may differ considerably from human intention, even
when users’ intention were valid. On the other hand, deliberative algorithms are
dismissed because prediction and optimization is hard when humans are included
in the control loop [49, 50]. In previous experiments with CC in CARMEN, it has
been observed that some users rejected assistance when they realized that their
commands were significantly changed by the CC [51]. In addition, these efficient
commands -like rotate- increase fall risk in rollator’s user, so we discard traditional
reactive navigation algorithm. Hence, we have explored reactive solutions which
learn from rollator’s users in order to return human-like trajectories and reduce fall
risk. We have selected this approach because it allows us to maintain all reactive
algorithm benefits, e.g. continuity, navigation efficiency and to mimic humans as
well.
Between the different reactive navigation algorithms (PFA, DWA, VFH) we
have selected DWA. We have discarded PFA and VFH because they do not im-
pose any kinematic nor dynamic restriction to the system motion, i.e. they simply
select the options which move the platform toward the goal while avoid obsta-
cles. This problem is solved by DWA. This algorithm imposes restrictions over the
space of angular and linear velocities in order to keep the platform under a bounded
speed while navigating. DWA ensures that the system never will move above those
velocities, so, motion can be adapted to rollator’s users constraints. DWA uses an
heuristic function to look for the best combination of angular and linear velocities
inside the space of possibilities. Our proposal, A Biomimetical Dynamic Window
Approach to Navigation for Collaborative Control (BDWA) (section 4.1) defines a
new heuristic by learning trajectories from 41 volunteers with physical and neuro-
logical disabilities from Hospital Regional Universitario of Malaga and Fondazione
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Santa Lucia in Roma. Thus, constraints to system navigation correspond to hu-
man constraints in real rollator’ users. In order to validate the method, we have
used the k-fold cross validation technique. This technique splits the whole data
into training and testing sets. For cross-testing, we have worked with an increasing
number of volunteer (starting in 5) to analyse the method learning curve (fig. 3.2).
3.1.1 Discussion
Differences between a given user trajectory and the algorithm trajectory are lower
in BDWA than in other tested reactive algorithms. Differences in BDWA increase
in sharp steering maneuvers compared to smooth ones because users have more
variability in these movements. BDWA returns more human-like trajectories than
other algorithms, but this also presents a drawback. Like a rollator’s user, BDWA
has probability of local minima in crowded areas because it has strict restrictions
-situations in which humans cannot cope with very sharp steering-. Nevertheless,
the BDWA success rate validates that it outperforms the other tested reactive nav-
igation algorithms in terms of local minima -lower number of them-. Thus, BDWA
solves more situation than the other algorithms and it generates trajectories more
close to the human ones.
Despite these promising results, the validation was performed with only 71921
local situations -4 traces per volunteers and 41 volunters-. A power analysis with
α = 0.05 and a small effect size d = 0.2 has been done in order to show the
sensitivity. Result shows a power of p = 0.7, which is enough to obtain those
conclusions with a high degree of confidence. The number of different maneuvers
learn stabiles soon with the number of volunteers (fig. 3.2).
3.2 Estimating the user’s intention using only
onboard sensors
Collaborative control requires the user’s intention along with the navigation com-
mand as input in order to generate the emergent command. In CARMEN this
information was obtained from a joystick. A joystick can control the lineal ve-
locity with the longitudinal axis and the angular velocities with the lateral axis
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Figure 3.2: Stabilization of maneuver groups when the number of sampled people
are increased.
(a) Hasimoto Walker [52] (b) NeoAsas [53]
Figure 3.3: Rollator’s users need their hands to support their weight on it. Thus,
joystick interfaces [a] or [b] may lead to unsafe movements and increase fall risk.
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(a) Move forward (b) Turn left (c) Turn right
Figure 3.4: Different combination of force sensors on handlebars which represent
the user’s intention.
in order to generate the user intention command. Although some rollators use
joystick in the handlebars to obtain the user intention (figure 3.3) [52, 53] or other
interfaces like buttons [14], we have discarded these solutions because users require
their hands most of the time to support their weight. Other approaches solved
this problem by using force sensors in handlebars to estimate the user intention
while users move the platform [53, 12, 13]. These approaches are based on the
differences between forces in the handlebar (fig. 3.4).
We have followed the approach described in Care-O-Bot II [15] which includes
user’s forces in the handlebars and also a friction force opposing to user’s move-
ments in order to calculate the user intention. We use passive movement from
brakes to move the platform, so we have replaced the friction force with the brake
force -which implicity includes the friction forces- in our user intention estimation
(figure 3.5).
3.2.1 Discussion
The method used has some advantages with respect to other tested solutions: users
are free to use their hands only to move the platform and to support their weight on
it. Also, control is more intuitive and ergonomic. However, it has some drawbacks.
The first drawback is that it is limited to the user’s strength: if the user does not
have enough strength on one or on both sides, the brake forces affect estimated
user’s intention. Another drawback is that current velocity is required to estimate
the user intention. This velocity is normally estimated from the odometry and it
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(a) (b) (c)
Figure 3.5: Different combinations of force sensors on handlebars (blue) and forces
brake (red) which represent the user’s intention to move forward.
is very inaccurate. The first drawback can be solved by modeling the maximum
user forces in both sides. Using this information, the brake forces can be bounded
to these limits to avoid any alteration. The second drawback can by minimized by
using better encoders or by including an inertial measurement unit (IMU) which
improves the estimation of actual velocity.
3.3 Adjusting the help
In collaborative control, help can be estimated from robot contribution to overall
emergent motion, which is equal to a combination of user’s intention and naviga-
tion command weighted by their respective efficiencies. This contribution can be
modeled in a very limited way in a rollator. In general, existing solutions do not
modify the amount of help. But, some solutions define parameters to tune the
amount of help depending on users’ feedback. For example, RTWalker v2 [21] uses
the center of rotation learnt from some trajectory tests to change the kinematic
structure of the robotic walking support system. Another example is i-Walker v1
which uses the brake’s factor manually imposed by clinicians in the rear wheels to
help the user in the maneuvers. These solutions do not meet two basic criteria:
i) help should be adjusted based on the user condition, because users with more
severe disabilities have higher fall risk than users with good condition; and ii) this
help should be automatically adjusted on the fly, because the user conditions can
change even as they walk, e.g. they can get tired or they can lose their focus.
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Methods to assess the user’s physical and/or cognitive condition traditionally
include clinical scales. Some well know scales are Tinetti [36], Time up and Go
[54] or Barthel [55]. These scales describes a number of items that users and/or
clinicians score depending on their appreciation on the user condition. Most scales
focus on specific aspects of users, like gait, balance, coordination, fall risk or mental
disorder and they are often used in combination.
Our proposals, Automatic assessment of a rollator-user’s condition during re-
habilitation using the i-Walker platform (section 4.2) and Online estimation of
rollator user condition using spatiotemporal gait parameters (section 4.5) describe
how to obtain a estimation of Tinetti scale on the fly using only the rollator on-
board sensors. This can be possible because the user conditions are related with
the spatiotemporal gait parameters and these parameters can be obtained from
the onboard sensors on the rollator (figure 3.6), as we proposed in Gait analysis
for challenged users based on a rollator equipped with force sensors (section 4.3)
and we validated on On Gait Analysis Estimation Errors Using Force Sensors on
a Smart Rollator (section 4.4). Therefore, given the user condition, the help factor
K can be obtained as:
K = 1− Ck · EstimatedCondition
MaximumTinetti
(3.1)
Being Ck a constant used by the medical staff to establish a manual correction
in the dynamically calculated amount of help if necessary.
3.3.1 Discussion
The results provided by adapting the help’s pillar have produced two tools which
have been validated with challenged volunteers. The first one provides a tool
for monitoring the user condition using the spatiotemporal gait parameters. We
have validated our method with 9 volunteers: extracted parameters are coherent
with reported effects of their specific condition (section 4.3). In addition, we
have bounded -using external vision system (Optotrack)- the relative errors in
spatiotemporal gait parameters, these are below 9.14% when the users bear a force
difference in handlebar above 7 N(section 4.4). This restriction was satisfaced
by 95.83% of challenged volunteers with a Tinetti score below 24 and 37.5% of
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Figure 3.6: Differences in vertical force sensors on handlebar (fdiff ) can be used to
measure the heel contact (left or right) and some spatiotemporal gait parameters
like Cadence (number of heel contacts per minute) or Right Step time (average
difference between a consecutive right and left heel contact).
challenged volunteers with a Tinetti score above 24. So, the tool is reliable for
people presenting mild to severe disabilities. Nevertheless, it is not reliable in
healthy users because they support in a different way, so the tests always must be
performed with the target population -people presenting mild to severe disabilities-
.
The second tool obtained from the help’s pillar provides a function to adjust
the help. This function estimates the user condition using only spatiotemporal gait
parameters extracted from the onboard sensors (section 4.2). It uses a window of
past steps to estimate these spatiotemporal gait parameters (figure 3.6) and then,
it estimates the user condition from them. Hence, this functions meets the two
basic criteria presented before: i) it provides a general vision of user condition; and
ii) if users’ condition changes, this function will progressively adapt assistance to
the new condition. This function could apport valuable information about user’s
diagnosis. In addition, it provides continuous monitoring which can be an useful
tools to detect variations in user’s condition.
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3.4 Adjusting assistance to specific situations
Help factor K provides a envelope over the amount of help provided. The lower
values of K will produce less help in the emergent command than higher values
ones. However, given the same K different local situations will obtain the same
help. Efficiency factors adapt to impact of disabilities on specific skills or situations
like sharp steering manoeuver or smooth ones. These efficiencies factor weight
user’s commands and navigation’s commands to decide how much each should
contribute to the emergent motion command. Thus, these factors define how
much impact users have in each situation.
Given the BDWA rotational and translational velocities < rotnav, transnav >
and the user ones < rotuser, transuser >, emergent command velocities are defined
as:
rotemer = (1−K) · ηnav · rotnav +K · ηuser · rotuser (3.2)
transemer = (1−K) · ηnav · transnav +K · ηuser · transuser (3.3)
Being K the help factor defined in equation 3.1 and < ηnav, ηuser > the nav-
igation command average efficiency and user command average efficiency. These
efficiencies in CC traditionally prioritize the navigation function properties i.e.
safety, directiveness and smoothness. Hence, efficiency is calculated as the average
of three different factors: safety factor ηsc, directiveness factor ηtl and smoothness
factor ηsf .
The safety factor ηsc is calculated as:
ηsc = 1− exp−Csc·|αmin−αdif |
Being Csc a constant; αmin the angle difference between the closest obstacle and
the command vector; and αdif the angle difference between the current direction
and the command vector (figure 3.7). ηsc penalizes commands which bring the
platform closer to near obstacles, so it preserves safety.
On the other hand, the directiveness factor ηtl is calculated as:
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Figure 3.7: Parameters to calculate the efficiencies in CARMEN: αmin is the angle
between the command and the closest obstacle; αdest is the angle between the
command and the goal; and αdif is the angle between the command and current
direction of the platform.
ηtl = 1− exp−Ctl·|αdest−αdif |
Being Ctl a constant and αdest the angle formed by the robot heading and the
direction towards the next partial goal. ηtl rewards commands which move the
platform toward the goal, so it encourages directiveness.
Finally, smoothness factor ηsf is calculated as:
ηsf = 1− exp−Csf ·|αdif |
Being Ctl a constant. ηtl penalizes commands that change the platform heading.
Hence, it encourages smoothness.
These efficiencies reward commands that move the platform towards the goal
in a safe and smooth way. However, there is a basic efficiency factor in a rollator
that must be added: balance. Unlike in a wheelchair, unbalance may lead to falls.
In order to create a efficiency factor which evaluates the balance, we are go-
ing to evaluate the effect of lack of balance: the fall risk. Automatic fall risk
assessment approaches rely on information gathered from user-centred sensors to
automatically evaluate it. These methods may provide continuous feedback and,
hence, they may provide useful information about falls related to changes in the
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environment1. Automatic fall risk detection methods may rely on wearable sen-
sors, ambient sensors and onboard sensors. As we have commented previously, we
will use onboard sensors only.
A rollator may be equipped with a variety of onboard sensors [57]. Therefore,
different approaches can be used to assess fall risk. A common approach is to mea-
sure some value and/or variation of one or several spatiotemporal gait parameters.
However, it has been reported that the fear to fall can alter the values of gait
parameters [58]. Other approaches rely on user’s posture. However, their readings
depend on users’ clothing rather than on their body alone, so these approaches are
not accurate [59]. Other approaches generate user models to detect anomalies. In
these approaches, fall risk is estimated as the difference between the user’s model
and the actual user’s movements. This solution based on user’s models does not
depend on clothing, nor on fear to fall: hence we choose this option. An exam-
ple of this approach is presented in [60]. It uses the feet position to estimate an
abnormal position, which is related with fall risk. This solution does not take
into account the weight bearing; it focuses only on feet positions. Thus, similar
feet positions would return similar fall risk, despite how much weight the rollator
is supporting. We have extended this feet position approach, which uses elipse
model to represent the usual centers of feet, by using force sensors in handlebars.
Hence, the proposed method in Automatic fall risk assessment for challenged users
obtained from a rollator equipped with force sensors and a RGB-D camera (sec-
tion 4.6) includes unusual user’s support situations and unusual feet positions. It
represents each situation in spacial point being two axes the posible feet positions
and the third one the support. The set of these points can be approximate with
an extended version of elipse, an ellipsoids.
The ellipsoid is created by fitting a set of center of support’s points cns. Each
cns is calculated as the average of four different points (feet < f
L, fR > and hands
< hL, hR >) weighted by their support (fig. 3.8). This support is calculated from
the force sensors (sL, sR) and the user weight (w).
Using this ellipsoid, which represents a healthy user, fall risk can be estimated
as the Mahalanobis distance [61] to its centroid. Thus, the balance factor ηbl can
1Changes in the environment account for 31% of falls in the elderly due to trips or slips [56].
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(a) Support’s points (b) Top view (c) Lateral View






Being ηbl a constant; mahala the function which calculates the distance to the
ellipsoid centroid; and nextCnS the function which calculates the next nextCnS if
the rollator moves in the command direction while the user maintains the same
feet position and same support forces.
3.4.1 Discussion
The method proposed to asses fall risk requires only onboard sensors and it does
not require generating a new model for each volunteer. This represents an ad-
vantage when compared with other methods, because users do not need to carry
any wearables and fall risk can be automatically applied anytime and anywhere.
However, the feet position is estimated with a RGBD camera and support needs to
be estimated using only the user’s weight and the handlebar force sensors. Hence,
it is less accurate that other methods.
Our automatic fall risk assessments has been validated with 10 volunteers with
different physical and psychological disabilities. We have correlated our results
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with two manual assessments, the Tinetti Mobility Test and the walking speed.
Correlations are coherent with the literature: i) fall risk increases when the user
has a poor condition -low Tinetti score-; ii) fall risk decreases when walking speed
decreases -the user improves his/her balance by moving slower-; and iii) walking
speed increases when the user has good condition -high Tinetti score-
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Summary of included papers
The following papers cover all three pillars required to develop an adaptive
assistive rollator, as addressed in the introduction. All work has been developed
in coordination with Hospital analyzing traces from volunteers with different con-
ditions and disability profiles. The key idea underlying these works is that test
performed by healthy people using assistive devices are not conclusive, even when
they simulate some kind of disability. Most of this work focuses on studying and
analysing users trends and needs to personalize assistance as much as possible.
We have used an adapted version of the i-Walker rollator [62], properly sen-
sorized to extract information from the user and the environment. No other wear-
able nor environment sensor were used except for model validation.
4.1 Journal A: A Biomimetical Dynamic Win-
dow Approach to Navigation for Collabora-
tive Control
Outline: Collaborative control continuously combines human by and robot con-
trol as seamlessly as possible into an emerging command. Help provided depends
on the navigation algorithm implemented for the robot. When users detect that
emerging commands differ to much from what they were trying to do, they often
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struggle with the device. If this navigation algorithm returns more human-like tra-
jectories, people are less likely to detect the differences and, hence rejection may
be reduced. This paper proposes a new navigation algorithm which mimic real rol-
lator users’ trajectories. The authors use clustering techniques to model the user
behaviour from scenarios where volunteers with different disability profiles used
an i-Walker to manoeuver themselves in the environment. These models are used
as the heuristic in a modified version of Dynamic Windows Approach algorithm
whose behaviour encloses safe velocities values. To validate the new algorithm,
we have obtained trajectories from 41 volunteers with physical and neurological
disabilities from Hospital Regional Universitario of Malaga and Fondazione Santa
Lucia in Roma and we have used cross-validation to compare 3 popular reactive
navigation algorithm (PFA, VHF, and DWA) with the proposed BDWA. The re-
sults have shown that BDWA returns more human-like and real trajectories when
compared with the other reactive navigation algorithm.
4.2 Journal B: Automatic assessment of a rollator-
user’s condition during rehabilitation using
the i-Walker platform
Outline: In its basic, purely reactive implementation, assistance provide by col-
laborative control solely depends on the situation at hand -obstacle layout, rollator
heading and goal location- and the local efficiencies of robot and user to cope with
it. In this sense, punctual errors are punished in terms of central loss as much
as consistent poor performance, as there is no time inertia. Similarly, assistance
is increased in a purely reactive way, rather than proactive. We could modulate
assistance to gain some consistency if we knew about the user’s conditions. Con-
dition is typically assessed by means of clinical scales, but this approach requires
clinicians, is performed off-line and under constrained test circunstantes only. This
paper proposes a predictor for automatic assessment of a rollator-user’s condition
using only the onboard sensors on a smart rollator. We have used different regres-
sion methods to obtain a predictor of a clinical scale from a set of spatiotemporal
gait parameters. The predictor has been validated with 19 volunteers with physi-
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cal and neurological disabilities that had been previously evaluated using a Tinetti
scales by our clinician partners. Results have shown that the proposed predictor
provides a general assessment of a rollator-user’s condition, as a results are very
similar to the Tinetti scale.
4.3 Conference C: Gait analysis for challenged
users based on a rollator equipped with force
sensors
Outline: This paper proposes a methodology to obtain spatiotemporal gait pa-
rameters from the onboard sensors on i-Walker platform. The methodology in-
cludes: i) input sensor data preprocessing; ii) equations to obtain the spatiotem-
poral gait parameters using the onboard sensors; and iii) normalization of the
spatiotemporal gait parameters. The methodology has been proved with 9 volun-
teers with physical and neurological disabilities. We have analyzed the state of the
cut to determine how specific disability profiles affect gait parameters. Prelimi-
nary results obtained are coherent with reported clinical effects of their specific
condition.
4.4 Journal D: On Gait Analysis Estimation Er-
rors Using Force Sensors on a Smart Rollator
Outline: Gait analysis is a useful tool for monitoring the user condition which
can be used to measure the rehabilitation progress. Nowadays, gait analysis is
typically captured using external equipments because they are more accurate.
These solutions are expensive and largely constrained to specific controlled en-
vironments. However, in order to assess gait parameters during activities of Daily
Living (ADL), a cheap and portable solution to gait monitor is desirable. Indeed,
we proposed a method to do soon in [25]. The error obtained in these kind of
solutions need to be bounded in order to specify what is the minimum significal
measurable change. This paper analyses the error generated by force sensors and
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encoders when measuring some spatiotemporal gait parameters. Errors have been
measured used an Optotrak system for benchmarking. This system is based on
optical active-markers, which are recorded by external cameras. It has an accuracy
below one millimeter and a sampled rate equal to 100 Hz. Results have shown how
the relative error in our gait analysis method using only onboard rollator sensors
is lower than 10% when the variation in the force difference between handlebar is
above 7 N, which is typical for challenged users. So, this solution can be used for
gait analysis as long as users need a rollator for ambulation.
4.5 Conference E: Online estimation of rollator
user condition using spatiotemporal gait pa-
rameters
Outline: This conference paper is an early stage of journal B. It presents the
estimation of the user conditions using the principal component regression (PCR)
and partial least squares (PLS) regression methods. The results validated that the
user condition could be defined using the spatiotemporal gait parameters obtained
from the onboard sensor on i-Walker.
4.6 Journal F: Automatic fall risk assessment
for challenged users obtained from a rolla-
tor equipped with force sensors and a RGB-
D camera (Submitted to IEEE Transactions
on Neural Systems and Rehabilitation Engi-
neering)
Outline: The efficiency factors are one of the pillars in collaborative control. The
rollator’s user need to reduce the abrupt movements because they can produce
fall. So, it is very important to modified how the collaborativion are made, i.e.
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how the efficiency factor weight the input commands to generate the emergent
command. Hence, the fall risk assessment need to be included as a efficiency
factor in the collaborative control paradigm. This conference paper proposed a
method to assess the fall risk using only the onboard sensors. It uses the plane
created by the feet and the hands to obtain the middle point weighted by the
support in those points. Using this middle point, the method generates a human
model from users with a low fall risk. This model is an ellipsoid which fits the
middle points of those users. This ellipsoid represents the human stability and
any new middle point can be measured respect to this ellipsoid in order to obtain
the fall risk. We have validated our proposal with ten volunteers with a variety
of physical and neurological disabilities. Results have shown that the proposed
fall risk assessment method is correlated with two well accepted clinical scales, the
Tinetti Mobility Test and the walking speed.
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Chapter 5
Conclusions and future work
This thesis has explored and made contributions to the smart rollator area
using Artificial Intelligence and data mining methods to adapt assistance to the
user’s needs. Results obtained have been validated with volunteers presenting a
variety of disabilities in order to avoid a sampling bias error1. In addition, we have
achieved the initial restriction of using only onboard sensors in our system. Solu-
tions presented are less accurate than others based on ambient or wearable sensors,
but in exchange they can be used anywhere without any previous deployment and
they do not require wearable in specific body areas, which could be more or less
comfortable for everyday use.
This thesis has contributed to four different areas. The first improvement has
been made in the smart rollator navigation. Our method, BDWA, generates tra-
jectories closer to human ones compared with other reactive navigation algorithms
like PFA, VFH or DWA. These new trajectories can improve acceptance and re-
duce the struggle and stress generated when users detect that they do not totally
control the platform [29].
BDWA was trained with 71921 local situation obtained from 41 volunteers (20
females and 21 males) which presented different physical (fractures, amputation,
etc) and cognitive disabilities (stroke, Parkinson, etc). We have tested how much
our methodology depends on the processed number of volunteers; the model tends
1It has been reported in [34, 58] that challenged users support weight on the rollator and
walks in a different way compared with healthy users.
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to stabilize for 10 or more volunteers. Using classes extracted from these 10 volun-
teers, BDWA learns how to produce rollator-user-like trajectories. Thus, BDWA
improves acceptance in shared control.
The work made in BDWA can be extended to another areas like social robots or
other robotic devices like wheelchairs. These robots may require different naviga-
tion behaviours compared to traditional navigation algorithms too. For example,
social robot must respect personal space and yield right-of-way. In these cases,
BDWA can learn from real traces to generate human-like trajectories, so it can
mimic the specific constraint of other robots. The drawback of BDWA is the need
to obtain the dataset of local situations; this can be hard in robot with no human
interaction.
A second improvement has been made in the gait monitoring area. Our
method -Gait analysis for challenged users based on a rollator equipped with force
sensors- monitors a set of spatiotemporal gait parameters (cadence, step length,
stride time, etc). Hence, using only a robotic rollator, as opposed to the usual
methodologies which use treadmills or external sensors, our system can be used to
monitorize people during their ADL for extended periods of time. The onboard
sensors used in this solution are not as accurate as with other options. Neverthe-
less, we have validated this method using an external and accurate system base
on optical active-markers, which are recorded by external cameras: the Optotrak
system1. This validation was presented in the paper entitled On Gait Analysis
Estimation Errors Using Force Sensors on a Smart Rollator and it has produced
to interesting conclusions: 1) due to the error in the onboard sensors, only average
value of parameters can be used to monitor volunteers; and 2) challenged vol-
unteers support weight in a different way compared with healthy users. The first
conclusion limits which spatiotemporal gait parameters can be used to monitor vol-
unteers in our platform. The second conclusion confirms a suspicion about tests
with healthy users: they do not bear their weight in the same way and therefore,
they can not be used to validate smart rollator solutions.
Using this method for monitoring gait, a third improvement has been made
in the automatic condition assessment area. Our method, presented in the
1It has developed on NDI International, Waterloo, Canada. Is has an accuracy below mm
and it provides information about markers’ position at 200 Hz.
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paper entitled Online estimation of rollator user condition using spatiotemporal
gait parameters and extended in the paper entitled Automatic assessment of a
rollator-user’s condition during rehabilitation using the i-Walker platform, defines
a function to evaluate the user condition. This function uses only onboard sensor.
It requires that people bear some weight while walking in the handlebars.
The automatic assessment function has been validated with 19 volunteers and
it can predict the Tinetti assessment with an RMSE1 below 1.98. This small error
allows to use the function to modulate the amount of help provided by a smart
rollator. Also, this assessment can be used to automatically provide an estimation
of the Tinetti scale for medical staff to monitor the rehabilitation process at any
time and while people are performing their ADL. Also, unlike previous works on
automatic assessment, our function is extendable to a wide variety of conditions
because it is not focused on specific effects of any particular behaviour but rather
on generic gait features.
The fourth and last improvement has been made in fall risk estimation area.
Our method, presented in the paper entitled Automatic fall risk assessment for
challenged users obtained from a rollator equipped with force sensors and a RGB-
D camera, generates a function to evaluate the fall risk in rollator users. This
function is based on defining a healthy user model. It relies on combining users
supported weight on the rollator with their feet position -as balance estimator- in
order to compare them with the healthy user model and evaluate the differences.
These differences represent the fall risk. The method has been validated with 10
challenged volunteers. Results show that differences increases when users’ Tinetti
scores decrease. In addition, results obtained have proven that a higher velocity
increases fall risk, as reported in other works. Thus, results are coherent with more
traditional fall risk assessment methods
This new fall risk estimator can be automatically applied anytime and any-
where. We have used this estimator to generate a fall predictor to be used as
efficiency factor in CC. This predictor compares the predicted fall risk estimator
in the next configuration, should the current motion command be applied to the
actual one to calculate the balance factor ηbl.
1Root Mean Squared Error.
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5.1 Future work
The work in this thesis leaves a number of open research lines. Some of the most
interesting ones are outlined below:
Automatic assessment of medical scales. Medical scales typically require
the patient and/or the clinician to rate a number of condition-related items to
obtain a final score. For example, Berg Scale or Barhtel require 14 and 10 tests to
be completed. This is a time consuming task, specially if a large number of patients
is involved. Automatic assessment using onboard sensors in a smart rollator could
be a useful tool in rehabilitation places to increase the medical staff information
about the users and reduce their implication in these repetitive tasks.
Path planning based on BDWA. BDWA works at reactive level, i.e. it
provides commands to move the platform to the goal while avoiding obstacles in
a human-like way. These local goals are provided by a path planning algorithm.
There are infinite paths to go from an origin to a goal. Using a technique similar
to BDWA, a new deliberative navigation algorithm could be created to search
for human-like path. This new algorithm could be adjusted to the user laterality
condition in order to prioritize the path to be easier to complete for each specific
user.
Fall risk estimator using a Markov Decision Process (MDP). The
actual fall risk (eq. 3.4) is calculated considering that the platform will move in
the command direction while the user maintains the same feet position and same
support forces. MDP can be used to model the uncertainty in these limitations,
so that is not necessary to assume the same feet positions nor support forces nor
command continuity to estimate the next cns.
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The three pillars of the system are integrated using the Robotic Operating System
middleware (ROS) [63]. ROS is based on the node concept. A node is a process
that performs some task like reading some sensor or performing some filtering. A
package can be composed by a set of nodes. They solve together a high level task
like location or navigation. ROS is selected because it is Open Source and it has
a big community behind it. In addition, ROS provides a lot of useful packages
and ready to use nodes like: location, image segmentation, navigation, message
passing interface, etc.
Figure A.1 shows our system ROS nodes. The nodes developed in this thesis
are in bold:
• Driver node. It manages i-Walker sensors. It provides to other nodes the
i-Walker sensors information and also, it controls the platform brakes.
• SLAM package. It is a ROS package that provides Simultaneous Localiza-
tion and Mapping (SLAM). It uses the laser and odometry information to
generate obstacle maps and location the platform on it [64].
• Path planning package. It is a ROS package that generates the path to arrive
to a fixed goal given the obstacle map provided by the SLAM package. It is
configured in our system to generate the well know A∗ path planning [65].
• BDWA node. It uses the obstacle map provided by the SLAM package and
the goal provided by the Path Planning package to generate the Navigation
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A. SYSTEM OVERVIEW
Figure A.1: System nodes in ROS
command (section 3.1).
• User node. It estimates the user intention given the force sensors on handle-
bars and the brake values applied by CC (section 3.2).
• Help node: It works in two steps. First, it estimates the spatiotemporal
gait parameters using only the force sensors and the odometry (section 4.3).
Then, it estimates the user condition using those spatiotemporal gait param-
eters (section 4.2).
• Efficiencies package. It includes four nodes: Balance node, Safety node,
Smoothness node and Directiveness node. These nodes estimate the com-
mand efficiency (user command or navigation command) using the infor-
mation provided by the Driver node and Path planning node. These nodes
compute their values independently, so it can be disabled in CC node, e.g.
the directivity can be disabled and the CC only provided obstacle avoidance
and balance control.
• CC node. It ponderates the input command (navigation command and user
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Figure A.2: i-Walker platform: hardware overview.
command) using the efficiencies (section 3.4) and this result by the help
factor (section 3.3) in order to generate the emergent command to brake the
platform.
These ROS nodes are deployed on the Raspberry pi 3 in i-Walker platform
(fig. A.2) and some of them, like SLAM node or Path Planning node, can be
deployed in an external computer in order obtain better performance. i-Walker
platform hardware includes: force sensors in handlebars (20 Hz, accuracy below
1 N), encoders in both wheels (60 ticks per turn), RGB-D camera (range 0.35m -
1.4m, 10 fps), Laser (range 0.1 - 4m, 20 Hz) and WiFi wireless link (range 0-20m).
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